Shuku T et al.-Change Detection in Vital Signs......
Recently, sophisticated sensors designed to measure vital signs have been developed, and a pressure-sensing mat has been paid great attention because it is less invasive and can automatically measure heart and respiratory rates with high temporal resolution. It would be a promising approach to identify characteristic changes associated with impending death based on large amounts of data measured by the pressure-sensing mats. A number of studies have developed less/non-invasive monitoring using pressure sensors [9, 10, 11] . These sensors are basically designed to evaluate sleep quality or to automatically detect sleepwake states, but they have never used for predicting impending death for patients [12] outlined how future health care is shaping up current research efforts in devices and sensors, signal processing, and machine learning and reported the potential of sensor data-driven prognosis.
This study proposes a new methodology to detect the changes in vital signs associated with impending death based on the hightemporal-resolution data measured by a pressure-sensing mat and to analyze the data using a machine learning method, i.e., density ratio estimation [13] . This paper describes the concept of the method proposed in this study and the application example for actual vital signs measured by a pressure-sensing mat.
Materials and Methods

Sensor Mat
We used the sensor mat Odayaka Time developed by FSC Co., Ltd. (Nagoya, Japan) to measure time-series vital signs for homecare patients (shown below). This sensing mat can be placed on the top of any mattress and measure pressure based on the patient's body motion in bed. Then, vital signs are estimated based on the measured pressure. The mat continuously takes measurements and is flexible, thin, and unnoticeable.
The sensor does not properly work when the patient's back is off the mat and sometimes cannot measure data. We defined the missing data rate and used it as an auxiliary data for detecting changes in patient's status.
Pressure-sensing mat: Odayaka Time.
Data Collection
Although 180 patients have been equipped with this mat, we only collected time-series data from two bedridden homecare patients, patients 1 and 2, whose vital signs were measured until death. This is because the other data are not consistent and appropriate for the analysis. Information about the two patients is summarized in Table 1 . The measurement period for patients 1 and 2 was 8 and 3 months, respectively. The patient requirement and study design were approved by the ethics committee of Okayama University, and informed consent was obtained from the patients or their families.
Data Analysis based on Density Ratio Estimation
We developed a new method for detecting changes in time-series vital signs using density ratio estimation [13] . The methods for change/anomaly detections in timeseries data include dynamic time-warping method (TWM) [14] , singular spectrum transformation (SST) [15] , and autoregressive (AR) model-based method [16] . These methods, however, have some drawbacks in practical applications, such as sensitivity to noise (TWM), time consuming (SST), and inability to detect drastic changes in time-series data (AR model-based method). Recently, the more advanced method of change detection, called density ratio estimation, has received much attention because of its simplicity and robustness and its application in time-series data analysis [13] .
To develop the new method, we made the following assumptions:
1. The value of the vital sign is a sample generated from the inherent probability density functions (PDFs) of the patients.
2. Change in the PDFs shows the patient's health status.
3. Specific changes in vital signs associated with impending death can be detected by determining the temporal change in the PDFs.
The PDFs of the heart and respiratory rates are estimated based on the time-series data measured by the pressuresensing mat. The histogram of the vital signs was drawn using the data in specific time intervals (24 hours in this study). Since the temporal resolution of the data is 1 minute, one PDF is represented by 1,440 discrete samples. We applied the Jenson-Shannon divergence (JSD) to evaluate quantitatively the temporal change in the PDFs because it is a finite value, compared with other information divergence such as Kullback-Leibler divergence (KLD). The JSD is given by:
where p indicates the PDF of vital signs and its subscript indicates time; q and KLD are defined as:
When the two PDFs, p t and p t-1 , are more similar, the JSD decreases. By determining the temporal change in the JSD, we can identify the characteristic changes in the patient's status. Figure 1 shows the temporal changes in the PDFs of the heart and respiratory rates of patients 1 (a) and 2 (b), with the horizontal and vertical axes indicating the elapsed time and vital signs, respectively. The color shows the probability or frequency of the data. Figure 2 explains the interpretation of Figure 1 , where the three continuous lines indicate the probability functions with different variance (large, medium, and small) and the colored figures next to each probability function indicate each probability function represented by a color map. In the color maps, the reddish and bluish colors represent higher and lower probabilities, respectively. Thus, the changes in the trend (the most probable values) and variance in time-series data can be easily visualized. In patient 1 (Figure 1 (a) ), the most probable value of the heart rate fluctuated from 40 to 70 days and then remained constant after 100 days. Regarding the respiratory rate, although the PDF had large variance until 100 days, the variance decreased after 110 days. Figure 3 compares the PDF before 110 days (60 days) with that after 110 days (160 days). Using the PDFs, represented by color maps, the one-dimensional PDF is easily visualized. Although the PDF at 60 days did not have any peaks and had larger variance, the PDF at 160 days showed typical Gaussian distribution with one peak. These color maps enabled the visualization of the temporal change in the PDFs, making it easy to confirm the changes. In patient 2, although both vital signs fluctuated slightly until 90 days, the most probable values drastically increased just 7 days before death. This drastic increase in vital signs can be used as an indicator for impending death.
Results
Temporal Changes in the PDFs of Vital Signs
Temporal Changes in the JSD and Missing Data Rate
The temporal change in the JSD of patients 1 and 2 are shown in Figures 4 and 5 , respectively. The JSD value is a measure normalized between 0 and 1, and when two PDFs are closer, the JSD gets smaller. Although no specific changes in the temporal JSD of patient 1 were identified, a drastic change was noted in patient 2 a few days before death. The JSD of vital signs could be useful information, at least in patient 2, in estimating the last days of the life.
The missing data rate in time-series data is shown in Figures 4 and 5 . The missing data rate of patient 1 exponentially increases a few weeks before death and can be an indicator for impending death. For patient 2, however, the missing data rate does not show characteristic changes before death like in patient 1. Therefore, the missing data rate cannot be a universal indicator for impending death. Table 2 summarizes the applicability of the JSD and missing data rate as signs for predicting death in the two patients.
Discussion
We have studied the detection of characteristic changes in vital signs and their association with impending death based on the data measured by the pressure-sensing mat. We found a significant increase in the missing data rate in the final 2 weeks of life for patient 1 and a drastic increase in the JSD in the last 3 days of life for patient 2. However, we could not identify the universal characteristic changes in vital signs related to impending death.
A number of researches studied how vital signs vary at the end of life. To our knowledge, this study is the first attempt to utilize high-temporal-resolution data measured by a less invasive pressure-sensing mat and to analyze large data using a machine learning method to examine the variations in the final days of the patient's life. Although Bruera et al. [4] do not support routine vital sign monitoring of patients who are imminently dying because vital signs cannot be used for prognosis prediction, we believe that it would be acceptable with less invasive sensors such as the pressure-sensing mat used in this study.
However, there are certain limitations in our study. First, the data utilized for the analysis were from only two subjects. Second, we were not able to define the criterion or threshold value to detect the changes associated with impending death because of limitation of data. More data should be analyzed to demonstrate the practicability of the proposed method. Future study needs to investigate the applicability of other sophisticated method for time-series analysis such as seasonal adjustment method [17] .
Conclusion
We have proposed a new methodology to detect specific changes in vital signs that are related to impending death based on the high-temporal-resolution data measured by a pressure-sensing mat and data analysis using density ratio 
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The authors declare no conflicts of interest associated with this manuscript. estimation. We have identified the characteristic changes such as a drastic increase in JSD and missing data rate of vital signs. However, they are not universal characteristic changes in the data and have limitations in predicting impeding death with confidence. Further research to collect more data and analysis are needed to identify universal characteristic changes for recognizing impending death.
